MGuard® stent retrieval after failed implantation and withdrawal.
We present two cases of right coronary artery occlusion in which MGuard® stent implantation failed for different causes, leading to a retrieval procedure adapted to the situation. Complete retrieval was possible in both cases. These cases illustrate the need for careful selection of the lesions that are going to be treated with this type of stent, for which pre-dilatation is recommended in severe lesions located just after an acute vessel angle, the evaluation of proximal angulation and calcification, as well as strategies for complete retrieval in case of implantation failure.